SUPERVISOR TEST

HUDSON FALLS
VILLAGE POLICE DEPT.
DATAMASTER dmt: 102408

Date: 05/29/2021

OPERATOR NAME:

RYAN M WOODWARD

Permit #: 41955

Operator Agency/Dept: HUDSON FALLS VIL. PD
Reference Standard #: 21020

Nominal = 0.10 g/210L
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INTERNAL STANDARD VERIFIED 00:26
REFERENCE STANDARD TEMP 34.00c
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BLANK TEST 0.00 00:29

.20 _ T 40.0
Alcohol (g/210L)
2] S Flow Rate(L/M) 136.0
B | (I SRR 32.0
. l 4 PEEESTPERC ST IS TR TR RS Ll .28 . 0
12 ammd@d L O
R | S TS, EREE -120.0
J08 { ...................... 16.0
.06 ’ """"" 12.0
.04 I ........................... 8-0
- 02t R L R 4.0
o,on'l __n.o
2] 15} 10 15 20 25 30
0. 20 I ; 40.0
Alcohol (g/210L)
L8~ Flow Rate(L/M) |necdin 36.0
B s SRR USSP 32.0
o 1 4|ty 28.0
iy 1§ . 4,0
10 r 20.0
B 16.0
o I . 12.0
.04 8.0
: 02— St e W 4.0
. 00 : 0.0
0 5 10 15 20 25 30
.20 I i 40.0
Alcohol (g/210L)
18ef - ---- Flow Rate(L/M) ~|36. 0
. 18ksiian 32:0
B e s T 28.0
1G-SR, RIS . SO 54,0
lG r .............. 20_0
T T R U 6.0
. 06 e B e b e 8 e R b 12 3 0
.04 8.0
.| S — R — 1.0
.00 ; 0.0
[} 5 10 15 20 25 30




